The surface temperature of a testing sample should be immediately adjusted to equal to the central point when testing adiabatic temperature rise of concrete. However, due to the insufficient tracking accuracy, there are temperature differences between the environment and the central point temperature. In this paper, the heat loss of the sample is deduced based on thermal balance equation and an assumption that the heat passing through cylindrical surface temperature and through the two ends of the sample do not affect each other, and the total heat losses of the sample can be calculated by adding the heat passing through cylindrical surface and the heat passing through two ends. Then, according to the relationship between heat and temperature, the maximum error caused by the adiabatic temperature rise testing device was deduced, and the proposed measurement accuracy of the adiabatic temperature rise testing device was presented. According to the results of the verification case, a corrective constant should be used to modify the deduction.
INTRODUCTION
Thermal crack is one of the most common problems of concrete structures, and hydration behaviors of the concrete should be taken into consideration when calculating concrete temperature.
The adiabatic temperature rise of ordinary Portland cement can be precisely tested by adiabatic temperature rise testing devices [1] . But the adiabatic temperature rise of moderate heat concrete mixed with fly ash is hard to be tested. Fly ash content in concrete dams has been greatly increased during the recent years [2] . Low heat concrete is also more widely used because when compared with the ordinary Portland cement, the moderate heat and low heat cement contains more dicalcium silicate which has a low calorific value. Furthermore, moderate and low heat cement contains fewer elements with high calorific values such as tricalcium silicate. However, the heat generated during the hydration process of dicalcium silicate is relatively slow, and research evidence has shown that fly ash hydration still exists long after concrete placement. Hence, the generation of heat during hydration of moderate or low heat concrete mixed with fly ash is an ongoing process, contributing to cracking in concrete dams due to the substantial interior temperature rise after water cooling the material [3 -6] .
The later-age adiabatic temperature rise is a key component for obtaining proper concrete temperature control measures, but having the equipment to accurately measure later-age concrete adiabatic temperature rise is limited in current practice. Methodologies and measuring devices alike intended to improve the measurement accuracy of concrete [7 -11] . Some researchers have proposed various hydration heat models [12 -17] . Due to the fact that the models are dependent on accurate adiabatic temperature rise testing data, only exothermic characters reflected in early-age concrete are comparatively reliable. Nowadays, due to insufficient tracking accuracy, the temperature difference between environment and the central point of the specimen is limited to 0.01 °C. The accuracy is sufficient for early-age concrete, but inadequate for distinguishing the long term temperature variations of moderate or low heat concrete mixed with fly ash.
The accuracy of the adiabatic temperature rise testing device may be hard to be improved in a short time. But if the Error of adiabatic temperature rise testing Device can be calculated, the current technical obstacles would be diminished. To achieve this purpose, the maximum error caused by the adiabatic temperature rise testing device was analyzed, and the accuracy was verified using the finite element analysis.
METHODS AND ANALYSES
When testing the adiabatic temperature rise of a concrete sample, the surrounding temperature of environment is controlled to equal the core temperature of the sample. R. Springenschmid described the development of adiabatic temperature rise testing devices in detail [18] .
There are several kinds of adiabatic temperature rise testing devices. For some advanced devices, when testing a sample without adiabatic temperature rise, the core temperature of the sample can keep steady for several days or even several weeks. Theoretically, when testing a sample with adiabatic temperature rise, the temperature of surrounding environment should equal to the core temperature of the sample in real time. However, due to the insufficient tracking accuracy, only when there is a temperature difference between center of the sample and the surrounding environment, the temperature of surrounding environment is adjusted to the core temperature of the sample by the testing device. Thus, due to insufficient tracking accuracy, there are some temperature differences between core temperature of the specimen and the surrounding environment. When calculating the peak temperature of the mass concrete, it is important to estimate the error that occurs due to the differences.
There are several kinds of adiabatic temperature rise testing devices. For the advanced devices, the insufficient tracking accuracy should be the only reason leading to testing error. And the tracking accuracy varies greatly for different kinds of testing device. Taken the testing device (developed by Beijing Chengxin-Haian technology development center, Type: HR-2) shown in Fig. (1) for example, the temperature difference between environment and the central point of the specimen is limited to 0.01 °C. 
Calculating the Error Factor of the Adiabatic Temperature Rise Testing Device
The concrete specimen covered with a steel sleeve was placed into the testing device. There are two major gauges inside the device; point #1 measures the temperature at the core of the cement; and point #2 measures the temperature of the environment (Fig. (2) , point #2 is located outside of the sleeve). As we know, there are some temperature differences between the surface of an object and the air around it. However, for a qualified device, some measures should be done to make sure that there are no temperature differences between #2 point and the surface of the sample. It can be achieved by fixing a high-power fan in the device and strictly control distance between surface of the sample and strictly control the distance between #2 point and the surface of the sample. To ensure that the concrete specimen is analyzed in the correct adiabatic conditions, the following equation should be satisfied:
where T1 and T2 represent the temperature of point #1 and point #2 (unit: °C).
If Eq. 1 is true, temperature readings at the measuring point should be in accordance with the core temperature changes. However, due to the error in measurement, this equation corrects for the difference.
(2)
where ∆T is the maximum temperature difference between the core and the measuring point (unit: °C).
Heat Loss Analysis
As shown in Fig. (2a) , the heat of the concrete specimen passes through the cylindrical surface, upper and lower faces of the specimen. For a device with a tracing error of ∆T (shown in Fig. 3) , the testing time can be divided into three phases. That is, the temperature difference between the surface and the central point increases gradually when t is less than t, then it remains unchanged during t and t 1 and it decreases gradually when t is greater than t 1 . For a common adiabatic temperature rise testing sample, the size of the sample is R=0.15m (R is radius of cylinder) and D=0.2m (D is half of height). Deviation of the central temperature drop exists only in a short period for a sample with such a small size. The numerical case of this paper shows that the deviation of central temperature drop exists within 0.5day and the effect can be neglected. Fig. (3) . The temperature development of the central point and the surface of a specimen.
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Temperature Loses Through Cylindrical Surface
Suppose two ends of the sample are under an adiabatic condition, when the temperature difference between the central point and the cylindrical surface of the specimen is ∆T/2. Then, the temperature decline of section (z=0) along with time can be expressed by the following equation:
where T is the temperature decline of a testing specimen (unit: °C), r is the distance to the central point of the section, R is the radius of the cylindrical surface of the specimen (unit: m)., cons is a constant (solvable), t is the testing time (unit: s), and is the thermal diffusivity (unit: m 2 /s). Solving Eq. 3, then:
Temperature Loses Through Two Ends of the Sample
Suppose the cylindrical surface is under adiabatic condition, when the temperature difference between two ends is ∆T/2. Then, the temperature decline of the sample on the axle wire (x=0 and y=0) can be expressed:
where D is half of the cylinder height (unit: m), cons is a constant (solvable), t is the testing time, and is the thermal [ ] After solving Eq. 5, then:
Testing Error of Testing Specimen
When there is a temperature difference between the central point and the surface of a sample, the reason for the temperature drop of the central point is that heat transfer from the sample to the environment around it through the surface. And in this paper, the testing error of the adiabatic testing device is deduced by heat balance:
It is assumed that the heat passing through cylindrical surface and through two ends of the sample do not affect each other, and the total heat losses of the sample can be calculated by adding the heat passing through cylindrical surface and the heat passing through two ends. Under a quasi-adiabatic circumstance, based on Eq. 4 and relationship between heat and temperature, the heat passing through cylindrical surface of the sample can be expressed by:
where c is specific heat (unit: kJ/(kg·°C)); m is weight (unit: kg).
And, the heat passing through two ends of the sample can be expressed by:
Then, the total heat losses can be expressed by:
Thus, the relationship between temperature drop and time can be expressed by:
By combining Eqs. (7) (8) (9) (10) , temperature decline can be expressed by:
Modification of the Deduction
Eq. 3 and Eq. 4 are not suitable for the section (z = d,d ≠ 0) and the axle wire (r ≠ 0). However, in a qualified adiabatic temperature rise testing device, the sample should be under a boundary condition very close to the adiabatic boundary condition, and the testing error of the adiabatic temperature rise testing device should be close to Eq. 11. Thus, Eq. 11 should be modified by a corrective constant.
(12)
where k is a corrective constant.
The value of corrective constant is determined by the following FEM simulation case of this paper. 
FEM Simulation Case
The FEM simulation case is used to get the corrective constant in Eq. 12 and confirm the value of t . For a common adiabatic temperature rise testing sample, the size of the sample is R=0.15m (R is radius of cylinder) and D=0.2m (D is half of height). In this case, the initial temperature of this testing sample is assumed as 20 °C, and the concrete thermal diffusivity is 0.096 m 2 /day. The tracing error of the device is assumed to be 0.094 °C.
Influence of the Time Step
The mesh for the finite element method is shown in Fig. (4) (1935 nodes and 1792 elements) . The size of mesh is 0.01~0.02m and the time steps are 0.000625 day, 0.00125 day 0.0025day, 0.005day, 0.03day and 0.08day separately. The calculation results are shown in Figs. (5 and 6) . According to the results Fig. (5) , only when the time step is less than 0.00125day, the precision of the calculation results can be guaranteed. And according to Figs. (5 and 6) , the parameter t 1 in Fig. (3) is a relatively small value which can be neglected. 
Influence of the Mesh Size
In this case, the calculation time step is 0.00125day.When the size of the mesh is halved (shown in Fig. 7) , with 15903 nodes and 15360 elements), the calculation values (shown in Fig. 8 ) almost remain the same, which means that the size of the mesh is small enough to get a precise value. Fig. (7) . Refined finite element mesh. Fig. (8) . Comparison of the results using different node numbers.
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Verification of the Deduction
A comparison between calculation values by Eq. 11 and by finite element is shown in Fig. (9) . According to the results (Fig. 9) , there are differences between the deduction and numerical simulation values, and a corrective constant should be applied to modify the deduction. According to Fig. (9) , the ratio of the results calculated by Eq. 11 and by FEM is 0.725. Thus, the value of corrective constant k in Eq. 12 is 1.39. Fig. (9) . Comparison between calculated value by Eq.11 and finite element.
CONCLUSION
The surface temperature of a testing sample should be immediately adjusted to equal to the central point when testing adiabatic temperature rise of concrete. However, due to the insufficient tracking accuracy, there are temperature differences between the environment and the central point temperature. This problem has been mentioned in several previous researches. However, the error of the device has not been precisely calculated yet. In this paper, the maximum error caused by the adiabatic temperature rise testing device was analyzed and verified using the finite element analysis. The achievements of the paper can be used in calculation temperature field of the mass concrete and testing adiabatic temperature rise of the concrete:
The achievement of this paper (Eq. 12) can be directly used to correct the testing data. Thus, it can be used in 1.
FEM to more precisely predict the maximum temperature and temperature stress of the mass concrete. With this achievement, the testing time of adiabatic temperature rise can be precisely calculated, according to 2.
the accuracy of the device. The fee of the testing can be reduced. With this achievement, the accuracy of adiabatic temperature rise can be calculated. Thus, a device can be 3.
evaluated to make sure whether the device meets accuracy requirements. The calculation of this paper shows that the insufficient tracking accuracy can lead to a testing error which 4.
cannot be neglected. The three-dimension analytical solution may be the ideal solution for this problem. However, the three-dimension analytical solution is difficult to be deduced. Thus, a simplified analytical solution is used to estimate the testing error in this paper. However, the numerical verification case shows that there are differences between deduction and numerical simulation values, and a corrective constant should be used to modify the deduction. Thus, a more precise model is worth studying in the future.
